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ABSTRACT 


A full scale gas turbine combustor test facility was 
designed, constructed, and initially operated to determine 
the performance of a gas turbine combustor and the associated 
combustion diagnostic apparatus. 

iiewecotwcc!l Waseput through an initial series of four 
tests. The combustor was operated at 75% of normal operating 
conditions. A water cooled extractive probe sampling system 
was used to obtain a particulate sample and an optical system 
was used to measure the transmissivity inside the combustor and 
at the exhaust. The opacity of the exhaust gases was also 
monitored. 

The initial test series verified the adequacy of the test 
cell control apparatus as well as the extractive probe sampling 
systems. The optical technique employed appeared to be adequate 
for the purpose of determining the mean particle diameter, but 
lacked sensitivity for use at the engine exhaust. Recommendations 


were made for facility and equipment improvements. 
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I. INTRODUCTION 


The United States Navy maintains one of the largest and 
most diverse high performance aircraft fleets in the world. 
ieowppOrt this massive effort, the Navy utilizes a large 
number of jet engine test cells at its various jet engine 
rework facilities. Over the years, the use of such facili- 
ties has paid dividends in the form of lowering the number 
@f engine failures in flight and in the cost reduction for 
mecessary engine performance monitoring and modification. 

In short, the need for facilities in which high performance 
turbojet/turbofan engines can be safely overhauled and tested 
tea controlled environment has long since been proven. As 
such, the United States Navy has a vested interest in ensuring 
MieeUninterrupted operation of all its facilities. 

some sor the inevitable by-products of the operation of a 
jet engine test cell are the increase in the noise in the imme- 
mete Vicinity of the test cell and the expulsion of the com- 
Dustion products into the atmosphere. Environmental protection 
is not only a natural concern of the local communities, but of 
the federal government, as well. In keeping with this concern, 
local governments have recently been adopting more stringent 
regulations to enhance the minimum pollution control guidelines 
issued by the Environmental Protection Agency. While military 


Miecehate are exempt from such regulations, the engine test 
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ieweglities are not. This paradox results in a difficult 
dilemma. The problem to be solved by the Navy is how to test 
jet engines through the full range of their various operating 
GCenditions and, at the same time, meet all applicable pollution 
standards. 

The Navy, in an effort to meet its responsibility to the 
local populace, has been investigating various methods of re- 
ducing and controlling the amounts of pollutants emitted as a 
result of jet engine testing. While technology may someday 
make pollution free, high performance aircraft engines a reality, 
Mae truth of the matter is that the basic jet engine design as 
well as the aircraft now in service will be with us for some 
time to come. The options available, then, become clearly 
defined. Either the Navy must modify existing test cells to 
control the released pollution, or modify the combustion pro- 
ess itself to produce a cleaner product. The first option is 
very expensive but is being accomplished on a limited basis 
at some facilities. Furthermore, the necessary physical modi- 
fications to the plant result in an uncertain ability to real- 
istically test the engines. An alternate, cost effective, and 
operationally sound method seems to be the use of smoke sup- 
pressant fuel additives. 

In recent years, many different smoke suppressant fuel 
additives have been developed. The Naval Air Propulsion Test 
Center has conducted evaluations on many of these additives 


in an effort to determine their relative effectiveness. The 
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results of their testing indicated that metallic based addi- 
mimes, SUCh as Ferrocene, were most effective in reducing 
meoeece!] exhaust plume opacity. The difficulty with some 
metallic based additives, however, is that their low melting 
Memperatures can cause a build-up of deposits in the turbine 
Of high performance engines. Therefore, there was sufficient 
MeeemtO tind alternatives to such additives. 

itieenswer to the need for both evaluating the effectiveness 
Sememe additives and understanding how they function to reduce 
Opacity, a research program was initiated at the Naval Postgrad- 
uate School. A subscale test cell and a simulated gas turbine 
combustor were developed and refined until meaningful results 
memmdabe achieved. Detailed description of the testing appa- 
Fatus and data collecting techniques can be found in References 
Iieehrough 6. 

Miewculminatlon Of the research performed at the Naval 
Postgraduate School which was directed at smoke suppressant 
fuel additives and which used the original test apparatus was 
conducted by Bramer and Netzer [Ref. 6]. Six smoke suppressant 
mm@eleadditives were tested in order to determine their effects 
on test cell stack exhaust gas opacity, volume to surface mean 
diameter of the particulate matter, exhaust particulate mass 
concentrations, and NOx concentrations. The additives ferro- 
cene, DGT-2, and 12% Cerium Hex-Cem were found to be the most 
SencoGcthive. [he latter was Significant in that cerium is a rare 


earth and has a substantially higher melting temperature than 
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mame Additionally, it was found that the fuel additives that 
meamecd Stack Opacity also reduced exhaust particulate mass 
concentration without reducing average particle diameter. 
fPaemalty, NOx concentration at the test cell stack exhaust was 
iemmslegniticantly changed by any of the fuel additives tested. 

Hielestine results obtained from this reséarch were signi- 
ficant and provided much needed information on the capabilities 
micmlimttations of different Smoke Suppressant fuel additives, 
memwas Clear that additional research was necessary due to the 
need to clarify the mechanisms by which the additives worked 
and due to the constraints imposed by the testing apparatus. 
Mumeearticular, it was recommended that tests be conducted 
mame an actual gas turbine cambustor in place of the simulated 
fmamyet-type dump burner. The c@ll for such testing stemmed from 
the fact that the atomization and air dilution processes were 
Somewhat different in the two different configurations. The 
ieeemr low rate, operating pressure, fuel residence time, and 
Miveceair temperature all have an effect on the combustion 
meocess. 

ied hon to the aforementioned reasons for the need for 
further research, it is widely admitted that much needs to be 
ieamied Of “the processes by which particulates are formed and 
consumed in gas turbine combustion. The physical mechanisms 
that allow smoke Suppressant fuel additives to be successful 
meemalsco NOt Sutiticlently understood. Even the locations in 


the combustion process at which particulate size and/or number 





density are reduced can only be speculated. To understand the 
mechanisms is to understand why certain additives work better 
than others. To effectively study these mechanisms, it 1s 
necessary to simultaneously apply various diagnostic techniques 
Within the combustor. This serves to both increase confidence 
in the validity of the data and to determine the most accurate 
milameost E€rfective techniques. 

The above discussion indicates the need for a well instru- 
mented test facility with a fully operational combustion system 
from an in service gas turbine engine. The efforts documented 
Baetnis thesis provided such an apparatus. Much of the instru- 
mentation and data acquisition techniques that were used were 
based upon earlier work by other investigators. For example, 
the basic design of the water cooled sampling probe was obtained 
from the work of Samuelson and Hock of the University of 
California, Irvine [Ref. 10]. The light extinction measurement 
technique was used previously at the Naval Postgraduate School 
to make measurements of particle sizes and concentrations at 
the exhaust of the subscale test cell. 

The combustor from the Allison T63-A5A engine was chosen 
in order to meet the requirement for the use of an actual gas 
turbine combustor. At the same time, it enabled the tests to 
be conducted within the mass flow limits of the air supply 
Which currently existed at the Naval Postgraduate School 


Faporatory facilities. 
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The test apparatus was constructed in such a manner as to 
provide a variety of information about the combustion process 
and its products. The purpose of the apparatus was to provide 
a data base from which the effectiveness and functioning mech- 
anisms of smoke suppressant fuel additives could be determined. 
This entailed the measurement of the concentration and size of 
feet Particles and gas temperatures at various locations inside 
the combustor and at the combustor exhaust. Two data gathering 
techniques were used to obtain the particulate data. Firstly, 
a three-frequency light extinction measurement technique was 
used at the exhaust and at a single location within the combustor. 
secondly, particulates were collected in the combustor with an 
Seeeracceive probe. The coilected particulates were analyzed 
using a scanning electron microscope (SEM). To supplement this 
information, a thermocouple probe was constructed which could 
be used to provide an axial temperature profile for each 


experiment. 


its 





LiveweeexrhalMeENTAL APPARATUS 


Pweeeeon CELL AND COMBUSTOR 

The primary test article used in this experiment was a 
gas turbine combustor (T63) mounted externally on a static 
test stand (Figure 1). The T63-A-5A engine was built by 
Allison Detroit Diesel and was utilized in several operational 
aircraft, most notably, the Army OH-6A helicopter. The com- 
bustor incorporated in this engine possessed several unique 
characteristics which made it attractive for use in the present 
mvestigation. The combustor is illustrated in Figure 2Z. 

There were specific design features of this combustor which 
fermen it singularly useful for this investigation. First, this 
full scale combustion system was of singular chamber, reverse 
flow design. The single chamber feature was convenient because 
the entire combustion system could be mounted and studied, a 
more preferable option than attempting to mount only a portion 
See popular annular, Or multiple chamber designs. The reverse 
flow feature greatly simplified the mounting of optical detection 
Windows and supplied a buffer region of cooler, cleaner air be- 
tween the windows and the primary combustion zone. Furthermore, 
the take-off rated airflow of this combustion system was 3.2 
lb/sec, and this relatively small air flow rate fit nicely with 
ime EX1ISting high pressure air Supply system at the propulsion 


laboratory. A larger air flow rate would have severely limited 
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the run time for each experiment. Lastly, the combustor util- 
ized a single igniter plug and fuel nozzle, greatly simplify- 
ing the maintenance and supply part problems. 

High pressure air was supplied to the combustor by the 
large high pressure air reservoir maintained at the propulsion 
laboratory (Figure 3). The reservoir was pressurized to approxi- 
mately 3000 psi by a Joy model compressor before each run (Figure 
4). At this pressure, the reservoir could provide nearly fifteen 
minutes of run time. The air feed line was fitted with a dome 
pressure regulator and a sonically choked nozzle to provide 
precise metering of the flow rate through the test cell during 
engine operation. Varying the nitrogen pressure to the dome 
regulator proportionally varied the upstream pressure existing 
at the sonically choked nozzle. The mass flow rate through the 
sonic choke was directly proportional to that pressure (it-K) . 
The nitrogen pressure to the dome regulator was remotely con- 
meoited from a panel in the control room. In order to simulate 
mapacal Operational inlet air conditions for the combustor, a 
Vitiated air heater could be used in line with the high pressure 
air source. The heater allowed high inlet air temperatures to 
be attained. Utilizing a sudden expansion can type combustor, 
part of the supply air reacted with the fuel (ethylene - C,H 4) 
to produce the high temperature combustion products. Dilution 
air was mixed with these gases to lower the temperature to the 
desired value. Figure 5 presents the theoretical combustion 


Semperadture as a fumction of fuel-air ratio. In addition, 
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oxygen was introduced into the heated air downstream of the 
heater to replace the oxygen used in the combustion process. 
Again, the flows of ethylene and oxygen were metered by means 
of sonic chokes and remotely controlled pressure regulators. 
meeebration Of the oxygen and ethylene metering systems pro- 


duced the following flow equations: 


Mg mate (.0000847) [lbm/sec| (al) 
2 

ie 4 = 000722 =t 'lbm/ses] (2) 
2°°4 vate 


A complete schematic of the air supply system is provided in 
Fooure 6. 

The exhaust gases produced in the combustor exited through 
meerxed area turbine nozzle. Subsequently they entered a 
locally manufactured aft closure and variable area exhaust 
nozzle. The exhaust nozzle exit aperture (Figure 7) could be 
manually varied to supply the necessary back pressure for the 
combustor. Without such a device, the pressure drop across 
the combustor liner could have caused failure of the liner. 

Operation of the test cell was designed to be a two person 
procedure when the gas sampling probe was used. One individual 
Peempesttrtened in the test cell control room to control the 
combustor operation and the other was stationed in the test 
cell (separated from the combustor by a steel blast shield) 


to operate the sampling probe. 
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Other subsystem components included a fuel supply system, 
an instrumentation package, various optical transmission mea- 
Surement systems, and a water cooled sampling probe system. 


These items will be fully described below. 


Pee eel SYSTEM 

iimesiwel system consisted of a twenty-gallon, high pressure, 
iemetank, a remote control panel, two precision metering pumps 
moerue! additive injection, high pressure nitrogen bottles, and 
meanoucly controlled, electrically operated solenoid valves 
(Figure 8). The fuel tank (Figure 9) was equipped with an 
Peeectrically activated vent valve. A single fuel line connected 
piewtenk tos the combustor through an electrically operated shut- 
off valve. The fuel tank was pressurized with a gaseous nitrogen 
byaeceeiand Operated regulator located on the control panel (Figure 
mye Fuel flow rate to the combustor was controlled by precise 
mepubation of the fuel tank pressure. The fuel nozzle utilized 
by the T-63 combustor was calibrated for fuel flow rate versus 
Bie drop in pressure across the nozzle. By monitoring the 
SemoustoOr Chamber pressure and regulating the upstream pressure 
on the fuel, the flow rate was accurately adjusted. A calibra- 
tion equation for fuel flow rate versus differential pressure 
was: 
m, = AP, (1.614 x 107%) [lbm/sec] (3) 
iwemwEldexsemodel E, precision metering pumps, shown in 


meeuce Ile could be used for fuel additive injection into the 
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fuel line just upstream of the combustor. A swirl type mixer 

was incorporated to insure that mixing of the fuel and additive 
occurred prior to entry into the combustor. Each pump was cap- 
able of delivering between 0.2 and 5.0 ml/min of fuel additive. 
The flow rate versus pump micrometer setting was pre-calibrated 


and the results are shown in Figure 7 of Reference 5. 


C. TRANSMISSOMETER 

The transmissometer utilized during this study was a Leads 
and Northrop model 6597. The transmissometer consisted of a 
white light source, a detector unit, and a signal conditioner/ 
@eoplay Unit. The white light source and the detector unit 
were mounted across the exhaust stream to provide a read-out 
of exhaust stream opacity. Figure 12 shows the source and 


detector. Figure 13 shows the signal conditioner/display unit. 


Eee OPTICAL DETECTOR SYSTEM 

Light transmission and detection techniques utilized during 
the studies conducted on the subscale turbojet test cell were 
adopted for use in this investigation. Non-intrusive data 
collection techniques were considered preferable to extractive 
probe data collection because the flow conditions within the 
combustor would remain undisturbed. In an effort to accomplish 
this non-intrusive data collection, the collimated white light 
sources and detectors used by Thornburg, Bramer, and Netzer 
[Refs. 5,6] were placed across the exhaust stream and just aft 


of the primary combustion zone in the combustor. The equipment 





Meyeroned above has been thoroughly described in several pre- 
vious reports [Refs. 1-6]. For report clarity, however, a 
brief recapitulation of the apparatus and methods for data 
reduction follow. 

Two source/detection systems were used during this investi- 
gation. Because alignment of the source/detector pairs was 
critical, free standing adjustable tables were used to mount 
miemapparatus permanently. Since the tables were independent 
of the test stand, no vibrational problems were encountered. 
The source/detector pairs and their position relative to the 
best stand can be seen in Figure l. 

The white light source was provided by a projector with 
a 750 watt incandescent bulb. A piece of diffuse glass placed 
between the lamp and the projector lens ensured a beam of light 
of uniform intensity. The beam was then focused on a .040 inch 
m@rameter pinhole. By routing the divergent light exiting the 
Pinhole through a 31.5 mm diameter achromatic lens with an 
80 mm focal length, a collimated beam of light was achieved. 
The collimated beam of light was then reduced to a .50 inch 
diameter by passing it through a reducer tube. The collimated 
White light source is shown in Figure 14. 

The light detectors, shown in Figure 15, had a single entry 
point for the beam of collimated light. This entry point was 
a .25 inch I.D. tube fashioned to minimize forward scattered 
light effects [Ref. 8]. After entering the detector box, the 


collimated beam passed through two beam splitters, resulting 
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im three distinct beams of light. In order to pass only the 
desired light frequencies, the beams were then directed through 
narrow pass filters and onto the photodiodes. Neutral density 
fete res Were used as needed to avoid overdriving the photodiodes. 
The detector units incorporated narrow pass filters with wave- 
lengths of 10,140, 6500, and 4500 angstroms. The paths followed 
by the light inside the detectors are shown schematically in 
Figure 16. 

The light source/detector pairs were designed and built to 
measure the fraction of light transmitted through the combustion 
products (the transmissivity). This value is determined by com- 
gems the photodiode output without particles present to that 
With particles present. The voltage output of each photodiode 
was continuously recorded on a strip chart recorder. 

In this investigation, it was desired to determine the 
Particle size and mass concentration both inside the combustor 
ae at the combustor exhaust. K. L. Cashdollar [Ref. 8] success- 
fully applied Mie scattering theory to the measurement of smoke 
Particle size and concentration in a cloud of smoke. Bouguer's 
iwe|Ref. 8] for the transmission of light through a cloud of 


uniform particles can be written: 


T = exp (-QAnL) = exp [-(3QCmL/20d) ] (4) 


where (T) is the fraction of light transmitted, (Q) is the 
dimensionless extinction coefficient, (A) is the cross sectional 


area of a particle, (n) is the number concentration of the 
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foeeclies, (L) is the path length the light beam traverses, 
(Cm) is the mass concentration of particles, (p) is the density 
Pam indiyidual particle, and (d) is the particle diameter. 

A more useful relationship was developed by Dobbins [Ref. 
9}. Dobbins revised Bouguer's transmission law to allow for 


eect raibution of particle sizes: 


T = exp [-(3QCmL/20d55)] (5) 


where (Q) is an average extinction coefficient and (dz,) is 
the volume-to-surface mean particle diameter. Taking the 
feeeunal logarithm of equation (5) and writing it for a specific 


wavelength of light: 


i |= Q, [-3CmL/20d,,] (6) 


mosuming Cm, L, ©, and dz5 remain constant, the ratio of the 
natural logs of the transmittances for two wavelengths of light 
cs : 


In [T,,] = Qyq 


(7) 


In [T)] Qy2 


Peiie Scattering Computer program, provided by K. L. 
Cashdollar of the Pittsburgh Mining and Safety Research Center, 
Bureau of Mines, produced calculations of Q, and the Q, ratios 


dene Lunction of dz. The program required as inputs the complex 
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refractive index of the particles, the refractive index of the 
Surrounding medium, the standard deviation of the particle 
distribution and the wavelengths of light. During this invest- 
igation, the surrounding medium was assumed to be air with a 
refractive index of one. Because most of the exhaust particu- 
late can be reasonably assumed to be carbon, the program was 
Supplied with estimated values for the complex refractive index 
and the standard deviation of carbon particles [Ref. 8]. 

Using three transmittance ratios, three values of dz are 
obtained. If all three dz5 values were not nearly identical, 
the complex refractive index and/or the standard deviation 


@eesen were not correct. Once Q., dz5, and T, were known, 


r 


mass concentration could be calculated with the following 


rearrangement of equation (6): 


d 
pee eae (8) 
q,L 





Cm = - 


taj bo 


Meee oA tL RACTIVE AND THERMOCOUPLE PROBE SAMPLING SYSTEMS 

The extractive sampling probe used in this investigation 
and the associated sampling system were adapted from the design 
used by Samuelson, et. al. [Ref. 10]. The probe was constructed 
of stainless steel and was water cooled in order to withstand 
the heat and erosive environment of the combustor. Included in 


the probe design were two isokinetic pressure ports, the primary 
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Poeerculate Sampling line, a gas sampling port, and an inert 
Meemriyjection port. The isokinetic pressure ports were con- 
mected to a pressure transducer and monitored to insure that 
the gas velocity entering the probe was nearly identical to 
that in the combustor. The purpose of the inert gas injection 
port was to dilute the mixture, quench reactions, and prevent 
deposition along the walls. A schematic of the probe is shown 
meFigure 17. The dimensions of the probe presented in the 
Schematic were the smallest reasonable size to incorporate the 
Meteeosoary ports and to provide clearance for the sample. Because 
of the relative size of the combustion chamber to that of the 
fmeoe., blockage was not considered to be a significant problem. 
A photograph of the probe is presented in Figure 18. The 
Stainless steel tube extending from the bottom of the probe 
served as the water return line and also as a guide for posi- 
Mmeoming Of the probe within the combustor. The probe could be 
positioned at any axial location within the combustor during 
[emriun. Figure / shows the probe and its insertion point into 
Be@enwcombustor. The probe's relative positioning inside the con- 
bustor for this investigation 1s shown in Figure 2. The water 
Supply reservoir and pump are shown in Figure 19. The sampling 
lines and water entry tubes were protected from the exhaust 
Stream by a support stand attached to the rear of the probe. 
The remainder of the system consisted of a heated sample 
line leading from the probe to an oven (Figure 20). The line 


was heated to prevent condensation. The oven, heated to S10 
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centigrade, contained a two stage filter utilizing 47 mm 
Nuclepore membrane filters: a PoLewsize Lor. the primary 
filter and Oa POnom Zc Loni iemseccCondary aww eNuUGcLepOGe Lilters 
were chosen for their adaptability for viewing with a scanning 
electron microscope (SEM). A schematic of the entire extractive 
probe sampling system is shown in Figure 21 [adapted from Ref. 
me}. 

The stagnation thermocouple probe was built to the exact 
Same dimensions as that of the extractive probe. The pressure 
ports, the inner gas port, and the sample gas port were not 
needed for this probe. A chromium-alumel thermocouple was 
utilized during the initial testing and was placed along the 
centerline of the probe. The purpose of this apparatus was to 
provide an axial temperature plot for each test, in order to 
evaluate the overall effect of the various fuel additives used. 


The thermocouple probe was mounted in the same location as the 


extractive sampling probe. 


feet eo! CELL INSTRUMENTATION AND DATA COLLECTION 

The test cell was instrumented in such a manner as to permit 
the monitoring of critical test temperatures and pressures. 
Using standard ASME flow calculations [Ref. 7], mass flow rates 
anywhere within the test cell could be calculated. Permanent 
records were kept only for those pressures deemed critical to 


tne analysis of test data. 
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A Honeywell 1508 visicorder recorded the test air pressure 
upstream of the sonic choke for mass flow determination, the 
Saamee in pressure across the fuel nozzle for fuel flow deter- 
mination, and the combustion chamber pressure during testing. 
In addition to these recordings, the visicorder recorded a 5 Hz 
Signal at the bottom of each trace that served as a time refer- 
ence for test reconstruction. Other temperatures and pressures 
Critical to test cell operation were monitored continuously 
miming a test run by the control room personnel. Because 
several test cell parameters required manual adjustments from 
Whthin the test cell during a test run, the in cell operator 
was equipped with the necessary instrumentation to monitor those 
items. Specifically, the differential pressure as seen by the 
isokinetic pressure ports from within the probe was continuously 
displayed on a digital voltmeter within the cell. In addition, 
the pressure within the combustion chamber and within the aft 
closure were displayed by two gauges within the test cell to 
allow manual adjustment of the variable exhaust nozzle when 
needed. All flow readings required to run the gas sampling 
System were located inside the test cell. All other flow 
readings were available on the control room instrument panel. 

For the purposes of this investigation, the optical trans- 
mission data were recorded using three strip chart recorders. 
The outputs of the optical systems were directly attached to 
the recorders to provide a permanent, real time recording of 


the transmissivity within the combustor and at the engine 


ay 





eeeteiist. in future testing, the data acquisition and processing 
fie be accomplished by an existing HP data acquisition and pro- 
Mecoing system. Samples of the combustion particulate matter 
fimeemeollected by the extractive probe system and analyzed using 
meee 1his rédundant data collection technique served to verify 


the results obtained by the optical system. 


G. NITROGEN OXIDES ANALYZER 

A Monitor Labs, Model 8440 E, Nitrogen Oxides Analyzer, was 
meeeailed to determine NOx production during engine operation. 
Pieenough this apparatus was not utilized during this initial 
investigation, it will be used extensively in future tests to 


eamemmine fuel additive effects on NOx production. 
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Poe e kerri MENTAL PROCEDURE 


Before conducting a test, it was essential to insure that 
all data collecting equipment was turned on and warmed up. 
Thirty minutes were generally considered to be adequate. 

The same amount of time also served to eliminate unwanted 
condensation from the optical detection equipment. While the 
Electrical equipment was warming, other preliminary test set 
up tasks (such as filling fuel tanks, turning on main air, 
and setting associated gas pressure equipment) were accomplished. 

Pacer che initial warm-up period, the optical detector sys- 
tems and the transmissometer were checked to make certain that 
the proper alignment had not been disturbed. The transmisso- 
Meter was checked by verifying that zero and one hundred per- 
cent opacity reading could be realized. The optical detector 
System was checked by measuring the maximum detector outputs 
pie comparing them to output data taken when the system was 
first installed and aligned. The probe sampling system was 
readied by warming the sample oven to 80 degrees centigrade, 
turning on the probe line heater element and determining that 
the water cooling system was operating and that all air bubbles 
had been eliminated. Finally, the test cell pressure trans- 
ducers and the associated recording equipment were calibrated 


using a hydraulic dead weight tester. 
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When all test equipment had been satisfactorily set and 
calibrated, the test cell was readied for the test to be con- 
ducted by setting the appropriate test cell pressures. The 
control room operator was responsible for setting the desired 
Main) air flow rate, fuel flow rate, and the oxygen and ethylene 
flow rates for the vitiated air heater operation. Using the 
calibration charts in the control room and the hand loading 
meees On the control panel, the cell was prepared for the test 
eT . 

Once the combustor ignition sequence was completed, the in 
cell operator could fine adjust the exhaust nozzle aperture, if 
needed, to achieve the proper back pressure. It was also his 
meee tO adjust the flow through the sampling system to success- 
fully zero the differential pressure between the probe isokinetic 
pressure ports. When steady state outputs were achieved, a par- 
ticulate sample and data were taken. 

The purposes of this investigation were (1) to verify proper 
test cell operation and the adequacy of the instrumentation and 
(2) to compare the optical and sampling probe data used for 
determination of particulate size. To do this, values for fuel 
nozzle pressure drop, main air pressure, and combustion chamber 
pressure were recorded. For this initial investigation, the 
fuel additive pumps were not operating. JP-4 data, alone, 
sufficed to verify test cell operation. When steady state 


Operating conditions were achieved, a particulate sample was 
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Mmemerce ceca. After data collection was completed, and the engine 
Wemeeecen Shut down, post-run transmissometer zeroes and one 
hundred per cent points were marked on the strip chart record- 
mmieometO ensure that alignment of the optical measuring equipment 


faaenot changed. 
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if ee eon om On Dio Clos LON 


A. INTRODUCTION 

The main purposes of this investigation were (1) to test 
and verify the required operation of the T-63 gas turbine com- 
bustor as modified for use in this test cell, (2) to evaluate 
the adequacy of the data collection equipment, and (3) to com- 
pare the particulate size data obtained using the sampling 
probe and the optical system. A series of four tests were con- 
ducted between 15 June 1983 and 20 June 1983. The tests were 
completed using commercial JP-4, and the combustor was operated 
at approximately 75% of normal rated conditions as specified 
by the manufacturer. 

The data collected during this investigation, as well as 
the associated engine operating conditions, are summarized in 
Tables I and II. A sample Mie scattering chart is presented 
Baeeieure 22. This type of chart 1S required to determine the 
Bemetaicle sizes as detected by the collimated white light equip- 
Memes SeM photographs of exhaust particulate collected during 
mmmone or the series are shown in Figures 23 - 27. 

It should be remembered that this series of tests was con- 
ducted in an effort to identify any test cell operational or 
mimaecollection deficiencies. AS such, the data presented 
Should be analyzed for trends. The lessons learned from the 


data will be used to improve the apparatus for future tests. 
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Pyar TURBINE COMBUSTOR TEST CELL OPERATION 

By attempting to run each test at the same operating con- 
dition, it was hoped to verify that the combustor could be run 
at any desired setting and that those conditions could be re- 
produced at a future time. The data presented in Table I 
indicates the operating conditions achieved during the test 
Gems . 

As described earlier, the air flow through the combustor 
Paseecegulated by means of a dene pressure regulator that could 
be adjusted inside the control room. The air flow rates achieved 
during the runs did not vary by more than .09 lbm/sec, or approx- 
imately 3%. This was achieved without fine adjusting the dome 
pressure during the run. The set pressure for the dome was cal- 
culated using the following equation for sonically choked flow 


@imeem ideal gas through a flow nozzle: 


rd 


mh, = .1315 a 
vTt 


[lbm/sec] (9) 

m thermocouple located within the air supply line provided the 

needed temperature. The data presented suggests that the air 

flow could be adequately set utilizing the existing apparatus. 
The T-63 fuel nozzle was calibrated by measuring mass flow 

over timed intervals for different pressure differentials. 

The resulting calibration is equation(3). During a test, fuel 


flow was controlled by varying the nitrogen pressure level 
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Witnin the fuel tank. The desired tank pressure was determined 
By using equation (3) together with the estimated combustor 
Mmecsure. Some difficulty was experienced in maintaining a 
Semotant fuel tank pressure during initial runs. This, in 
turn, caused some fluctuation in the fuel air ratio (f}). The 
Gaea, however, indicated that it was possible to achieve a 
@esired fuel air ratio with the control apparatus as designed. 
The replacement of some of the fuel tank pressure regulating 
ewemoment should eliminate the fluctuation problem. 

Mmewas evident that the test cell control apparatus was 
S@ericient to provide any desired test cell operating condition, 
allowing several tests to be conducted with the same operating 
memamerons. this 1s, of course, essential for conducting fuel 


additive research. 


Meee XTRACTIVE PROBE SAMPLING SYSTEM 

The extractive probe sampling See6h Usednau ham? soil S 91 im= 
meetig@ation was adopted from the design used by Samuelsen, et. 
al. [Ref. 10]. While this water cooled probe design proved 
Sufficient for Samuelsen's purposes, it was unknown whether or 
Meet e would survive the 7T-63 combustor environment. Signifi- 
Simmaitterences existed between the types of combustors being 
Bestea, for example, the average velocity within the combustor 
famecne presence of liquid fuel droplets. The purpose of these 
tests was to determine if the sampling probe could survive the 


new environment, and if a representative particulate sample 
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could be obtained with the nuclepore filter system. For these 
initial tests, a water heater was not employed for the probe 
cooling water. 

The extractive probe was placed in the combustor so that 
the head of the probe was at the rear of the combustion chamber. 
This insured that the probe was well clear of the primary com- 
bustion zone, and that the least severe conditions possible 
meeemexperienced by the probe during these initial tests. After 
the combustor was running at steady state conditions, the in-cell 
operator insured that isokinetic conditions were achieved by 
adjusting the flow rate pulled into the probe. When this was 
accomplished, the three way valve (Figure 17) was electrically 
actuated, and a sample was taken for four minutes. 

SEM photographs were taken of both sampling filters. Two 
different preparations were employed, gold coating and aluminum 
coating, as indicated on the photographs. In addition, two 
different SEM's were utilized: a Cambridge S4-10 and a Hitachi 


5540. Both SEM's and both coating methods produced similar 


results. Figure 23 is a relatively low magnification photograph 
of the primary filter (8 in? This figure shows a number of 
large agglomerations. Figures 24a and b show that these struc- 


tures are puff like in nature and significantly larger (ol to 
oes than the pore size of the filter. This observation was 
Hot, totally unexpected. In the study conducted by Samuelsen 


et. al., it was observed that when the sample rate was increased 


or when the N, dilution was reduced, puff like structures occurred. 





The sample rates of this experiment were significantly higher 
than those of Samuelsen (V=22 mps vice 15 mps). Also, N, 
mitten was not used during this initial test. At higher 
magnifications (Figures 25a and b), individual particles of 
particulate matter can be seen between the puff like structures. 
These particles vary in size, but generally lie within the range 
of im to re 

The sample collected by the secondary filter C.2 nd » can be 
seen in Figures 26 and 27. In Figure 26, it should be observed 
that the filter is virtually saturated by the sample. A higher 
magnification (Figure 27a and b), however, reveals that some 
individual particles can be observed. At a maximum possible 
magnification of 40,000, the few individual round particles 
measure within the range of Sa to Bt 

The extractive probe sample results raised several questions. 
First, were the puff like structures on the primary filter actually 
present in similar form within the combustion chamber or were 
they probe collection induced agglomerations of the smaller 
Meme icles’ Second, what effects would occur on the sample from 
heating the cooling water and/or using dilution (N,) [per Ref. 
10]. Finally, what effects would result from decreasing the 
Sample time? 

several observations and speculations can be made from the 
analysis of the samples. It is obvious that the sample time 


used for this initial test was too great. Both filters were 


Saturated with sample matter to the point of restricting the 


36 





Semmes tlow, The flow restriction was observed by the in-cell 
operator after approximately 30 seconds of sample time. At 

Mime point, isokinetic conditions were impossible to achieve. 
The quantity of sample matter collected made quantitative analy- 
oeewor the sample difficult. It is speculated, based on the 
results printed in Reference 10, that the exclusion of the 
heated probe cooling water and the N, dilution significantly 
feerercad the results seen on the secondary filter. The piate- 
ice f£ormations seen in Figure 27a are indicative of water con- 
densation [Ref. 10]. The nature of the sampling system (i.e. - 
bends in the sample line, etc.) will cause some agglomerates to 
noometrom individual particles. However, this problem can be 
iam zed by quenching the sample and heating the cooling water. 
famally, during the test, the probe was observed to have moved 
Peemapproximately 1.5 inches. This was caused by the force of 
memexhaust jet on the probe. The possible result of this move- 
Ment was the blockage of the external pressure port by the probe 
Suide inside the combustor. This would make the monitoring of 
the isokinetic pressure transducer useless. <A more reliable 
meeoe positioning method is, therefore, recommended. 

While some questions remain about the sample extracted during 
MitesemiesSt Lun, it 1s Obvious that the extractive probe sampling 
System operated effectively throughout the test. The probe 
peowed that it could withstand the environment of the T-63 com- 
bustor. Future tests will evaluate the probe when located within 


Mice prinany Combustion Zone. 
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De. OPTICAL MEASUREMENTS 

meeaiscussed earlier, the primary purpose of the collimated 
white light sources and the three-frequency light detection 
units was to optically determine the size and concentration of 
the particulate matter. This was to be done at a position in- 
Side the combustion chamber, as well as at the engine exhaust. 
The opacity of the engine exhaust was also monitored continuously 
throughout the run. 

The optical data extracted during each of the four runs are 
presented in Table II. The exhuast opacities are presented in 
Table I. It was not possible in these initial tests to deter- 
mine dz, or Cm from the transmissivities provided by the optical 
equipment. 

The transmissometer located at the engine exhaust provided 
a fairly consistent opacity reading of approximately 7% through- 
©ut the test runs. This opacity is quite small and indicates 
that the engine burns extremely clean. In the same manner as 
the transmissometer, the three frequency light detector at the 
exhaust gave consistently high readings of transmissivity. 
Because the transmisSsivities were all very high, the extinction 
coefficient ratios could not be accurately determined. Small 
changes in high transmittance values greatly effect the log 
woeros. in other words, the Sensitivity of the optical tech- 
nique used at the exhaust was insufficient for use with such 


a clean burning engine. To obtain meaningful data at the 
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exhaust, the engine must either be run with higher exhaust gas 
mete .e€., a more fuel rich setting), or more of the ex- 
mist SaSeS must be directed past the light detection equipment. 

Froblems of a different nature were experienced with the 
Optical unit located in the combustor. During a preliminary 
Mmimeom the €ngine, it was discovered that two of the wavelengths 
used (i.e., 4500 and 10140 angstroms) were saturated by light 
produced by the combustion process. 10140 angstroms lies 
foenin the IR range and 4500 angstroms is in the blue light 
immec. ror the test runs, the 4500 angstrom filter was re- 
placed with a 5145 angstrom narrow pass filter. Both the 3145 
and the 6500 angstrom wavelengths produced excellent transmis- 
Sivity data (Table II). The problem, however, resulted from 
the closeness of the two wavelengths and the elimination of 
the data for the third wavelength. The extinction coefficient 
ratios produced from the transmissivity data (Table II) were 
consistently below the Mie scattering curve (Figure 22). 
Because the two wavelengths were so close, the accuracy of 
the transmittance ratios also suffered. Therefore, it was 
Meparent that, for future testing, three new frequencies must 
be used to produce reliable data. A 3000 angstrom and an 8500 
meoonrom £ilter will be used im Conjunction with the 5145 ang- 
meron £1lter in future tests. 

The nature of the data produced by the light source looking 
through the combustor and that produced by the extractive probe 


led to some speculation. The SEM photographs showed that many 





of the particles produced in the combustion chamber were within 
the range of on to Sn (i teomenewexciInet tone coectt1cient 
ieee produced by the light source did not allow direct dz, 
determination from the charts, they did indicate a trend. 
Looking solely at the low portion of the 6500-5145 curve 
(Figure 22), it is apparent that the range of dz, is from 

US a to nc In addition, the trend of low extinction coef- 
ficient ratios further implies that a complex refractive index 
fees - .501 and a standard deviation of a 1.5 will probably 
Bemmost Suitable for use in data reduction. All of this, of 


course, 1s only speculation and further testing using the 


three new light frequencies in the detector is required. 
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V. CONCLUSIONS AND RECOMMENDATIONS 


This test series was conducted in order to evaluate the 
performance of the gas turbine combustor test apparatus at 
Maemlavyal Postgraduate School. Test cell control instrumenta- 
tion and data collection techniques were analyzed for consis- 
memey Of Operation and accuracy of results. The adequacy of 
the test cell apparatus Bae evaluated and the principle results 
and recommendations are summarized as follows: 

(a) The T-63 combustor operated reliably throughout this 
Mmemeoctiecs. No equipment malfunctions were experienced. It 
1s recommended that a new fuel pressure regulation system be 
developed and installed to eliminate the fuel flow fluctuation 
problem. 

(b) The extractive probe sampling system also operated 
reliably during the test. Movement of the probe during the 
test run must be controlled. Therefore, it 1S recommended 
that a new positioning unit be designed which can better counter 
the exhaust jet force on the probe. It is further recommended 
that the sampling time used during a test be reduced to between 
15 seconds and 30 seconds. This should alleviate some of the 
Sample analysis problems experienced during this test series. 

(c) The optical technique used to look inside the com- 


Diloton appears tO be capable of supplying reliable data. It 
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1s necessary, however, to change two of the wavelengths used 

in the detector. 8500, 5145, and 3000 angstroms should pro- 
vide the necessary frequency separation to allow reliable 

data to be obtained. The collimated light detection technique, 
on the other hand, does not appear to be adequate for use in 
the exhaust of this combustor during normal operating condi- 
tions. Routing more of the exhaust stream past the detector 
G@emrunning the combustor in a fuel rich mode may provide the 
needed opacity. Beyond this, a different optical technique 


may be more suitable to this particular exhaust environment. 
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Figure 19. PROBE WATER SUPPLY SYSTEM 
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